M.S. diagnostic test: a comparison of different electrophoretic and immunologic methods for CFS IgG estimation.
In order to select the most discriminative laboratory method of MS diagnosis, the results obtained with CSF IgG/total protein ratio, CSF-IgG Index, agarose and cellulose acetate electrophoresis were compared. The electrophoretic methods appear to be more discriminative for MS than IgG/total protein ratio or the CSF-IgG Index. Furthermore, cellulose acetate electrophoresis was found to be simpler and quicker to perform than agarose electrophoresis.